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A New Signal Generator for 
Aeronautical Radio and UHF Television 



THE new -hp- Model 612 A UHF Signal 
Generator operates from 450 to L230 
megacycles. This range includes two major 
frequency allocations: the new 470-890 mc 
UHF TV band and the 960-1215 mc aero- 
nautical radio band, Although it is Impor- 
tant that any signal generator for use with 
these two bands be capable of pulse modula- 
tion, the TV band in particular imposes on 
the generator a number of special require- 
ments. The new r 61 2 A has therefore been de- 
signed with special emphasis on its suita- 
bility and convenience for TV work. At the 
same time the generator is useful as a gen- 
eral-purpose signal generator for such meas- 
urements as sensitivity, selectivity, and im- 
age rejection, and as a signal source for use 
in standing-wave ratio measurements, an- 
tenna plotting, etc, 




ri.u, I. Hew --b§h Model 61 2 A signal generator operates 
| 5fl to 12 U) mwgtwyctes, hn I title* many tour ententes 
fori HI i V work. 



The features that make the new 61 2A 
especially convenient for TV use include the 
following: 

• The generator uses the time-proved 
master-oscillator power-amplifier type 
circuit arrangement to obtain the advan- 
tages of an isolated carrier oscillator 
and to obtain high performance a-m 
modulation with negligible incidental 
f-m. 

• Provision is made for uni-directional 
modulation, either upward or down- 
ward, as w T eli as conventional symmetri- 
cal modulation, 

• The generator has a w r ide-band modula- 
tion characteristic to permit modula- 
tion by frequencies up to 5 megacycles 
or by pulses as short as 0.2 microsecond 

(see Fig. 5), 

• The percent modulation meter is a peak- 
to-peak reading meter which is effective 
on sine wave, pulse, and upward and 
downward modulation. 

• Output voltage is high—} volt rms across 
50 ohms or 1 volt open circuit. A I 3 1 db 
piston type attenuator provides for ac- 
curate output levels as low us 0. 1 micro- 
volt. 

• The generator covers the i50 to 1 230 mc 
band in one continuous range. The tun- 
ing dial has an expanded scale that 
covers I 5 inches and is calibrated every 
5 megacycles. The dial can be read to 
approximately 1 megacycle. 

■ The tuning drive is a precision system 
which gives high resetability with essen- 
tial lv no backlash. 
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Fig. 2. Circuit block diagram of new -hp- Model 612 A, 



ble amount, Inci- 
dental l-m in a*m 
signal generators is 
always undesirable 
because* in applica- 
tions Mich as receiv- 
er testing, f-m in- 
terferes with selec- 
tivity measure- 
ments while in slot- 
ted line applica- 
tions it obscures the 
nulls in high stand- 
ing-wave patterns 
SO that inaccurate 
results are obta i nee! . 
Typical perform - 



circuitry mance of [he generator with regard 

A block diagram of the circuit of to incidental f-m is indicated in Fig, 

the 612A is shown in Fig, 2. The car- 4. At the standard modulation level 

Her oscillator and r-f amplifier both of 30%* incidental f-m typically is 

use pencil type modes and are both only about 10 parts per million. 



tuned with coaxial line type resona- 
tors. The tubes are conservatively 
operated and care is taken to insure 
moderate temperatures for the tube 
seals. Tuning of the resonators is 
mechanically ganged to a single fre- 
quency control. The design and 
alignment of the system are such 
that no tuning trimmers are re- 
quired. The frequency dial is direct- 
reading and is accurate within 1'7 
under a wide range of conditions. 



The r-f amplifier is specially de- 
signed to accommodate modulation 
by short pulses. Since the amplifier 
used coaxial resonators and since 
these typically have a very high Q 
that distorts the envelope of a car- 
rier modulated by short pulses, the 
resonators have been damped to re- 
duce their Q. In addition, the ampli- 
fier is tuned by a double resonator 
arrangement In which the resona- 
tors are approximately critically 



Oscillator drift is low, as illustrated coupled. These measures give the 
by the performance data in Fig. 3 amplifier a minimum band width 
which shows representative drift of approximately 15 megacycles at 
after an initial five-iiiiflute warm- up, the lowest carrier frequencies and 
One of the features of the 612A reduce the slope of the amplifier 
circuit is t ha t i t i s d es i g ned to a c h ie ve pass ba nd , 

high-quality a-m modulation while The modulation amplifier which 

keeping incidental f-m to a negligi- feeds the r-f amplifier is a wide band 

system with a re- 
sponse essentially 
constant up to 5 
megacycles. The 
amplifier is de- 
signed with a slow 
roll*off above > 
megacycles so that 
modulating pulses 
Jm {m of fast rise times 

TUr 5. The high stability of the new -bp* 61 2 A is apparent Can be amplified 
in above representative drift curt e measured after tr/ifiat wirhonr over vhoot 
fire-minute warm-up. 
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Fig. i. Typical performance of -hp- 61 2 A 
with respect to incidental f-m as a func- 
tion of percent a-m* 

The design of the r-f amplifier and 
modulation amplifier have resulted 
in a system capable of modulation 
by pulses as short as 0.2 microsecond. 
Fig. 5 shows the output when modu- 
lated by a pulse of l.K 2 microsecond 
duration. The carrier was purposely 
modulated only 90$ by this pulse so 
that it isappareni that freedom from 
overshoot is obtained without resort 
to amplifier saturation. 

Fig. 6 shows the performance of 
i he instrument when modulated by 
a pulse similar to a TV horizontal 
blanking and sync pulse. Fig. 7 
shows the front porch area of the 
same pulse expanded to show the rise 
time of the system. The rise time can 
be evaluated by considering that the 
duration of the front porch in Fig. 7 
is approximately 1,6 microsecond. 

The modulation, amplifier is de- 
signed so that 90' ; modulation of 
the carrier can be obtained w r ith an 
audio or video input of 2 volts peak. 
The amplifier is further arranged 
with a limiting circuit which oper- 
ates on approximately 4 volts peak 
input. This arrangement has the ad- 
vantage that the amplifier has negli- 
gible recovery time because no grid 
current is drawn. 

The quality of the sine- wave am- 
plitude modulation of the 61 2 A is 
indicated by Fig, 8, At 30* j modula- 
tion, harmonic distortion is typi- 
cally considerably less than 2 f i over 
the complete frequency range of the 
generator. At high modulation per- 
centages the distortion is approxi- 
mately 3$ (Fig, 8). 

MODULATION SELECTION 

The panel modulation selector 
switch is provided with six positions: 

CW, Pulse KPulse2J:xt. Mod., tDU-. 
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' Oscillogram of 61 2 A our put when 
#096 modulated hy 0.2 microsecond pa foe. 

and JO0O-. The Pulse 1 and Pulse 2 

positions are similar in [hat both are 
provided for applications where 
conventional [QQ% pulse modula- 
tion is desired* However, there are 
important differences in the opera- 
tion of the instrument in the two po- 
^iriuns. In the Pulse. I position, the 
output of the modulation amplifier 
is applied to the r-f amplifier which 
is biased off in the interval between 
pulses and keyed on by each pulse. 
This arrangement makes available 
the full capabilities of the instru- 
ment with regard to fast rise time, 
minimum overshoot, and minimum 
incidental f-m. 

For the Pulse 2 position, the cir- 
cuits are switched so that the modu- 
lation amplifier output is applied to 
the carrier oscillator which is biased 
off in the interval between pulses. 
This arrangement, while giving 
more incidental f-m and poorer en- 
velope shape, has the advantage that 
DC carrier voltage exists between 
pulses. However, the Pulse 1 posi- 
tion is to be preferred except where 
maximum carrier-on to carrier-off 
ratio is required. 

In both the Pulse 1 and Pulse 2 po- 
tions, a peak pulse voltage of ap- 
proximately 4 volts is required at 
the modulation input terminal. In 
both positions, a panel switch per- 
mits either positive or negative 
video pulses to be applied to the 
modulation input terminal. 

When the modulation switch is in 
the Ext. Mod, position, the carrier 
can be modulated by sine waves, 
pulses, or television type video sig- 
nals. The percentage of modulation 



Fig. 6. Oscillogram of 61 2 A output uhett 

modulated hy typical TV horizontal 

blanking p/tlte* 

can be adjusted from to at Least 
90Cf by a panel control, A panel 
Switch permits upward, downward, 
or conventional modulation to be 
selected. The r-f amplifier is de- 
signed with sufficient reserve power 
to allow for a 6 db peak upward 
modulation from the normal output 
of + i dbm. The modulation ampli- 
fier includes twod-c restorers to per* 
mit uni-directional modulation, A 
peak input voltage of approximately 
2 volts is required to obtain 9098 
modulation. 

The -i00— and 10UU— positions of 
the modular ion switch apply the 
output of an internal modulating os- 
cillator to the r-f amplifier* This os- 
cillator is a conventional resistance- 
capacity circuit having good stabil- 
ity and wave form. 

DRIVE SYSTEM 

The mechanical drive for the os- 
cillator is a simple, rugged arrange- 
ment designed to give smooth con* 
trol of frequency Without sacrificing 
durability. A photograph of the 
drive appears in Fig. % The plunger 
rods for the two oscillator resonators 
and two amplifier resonators are at- 
tached to a heavy cast drive plate 
which is driven by the springdoaded 
traveller on the lead screw, The 
drive plate is suspended from the 
upper i" solid stainless steel bar by 
means of two linear ball bushings 
which minimize accuracy- reducing 
lateral motions. 

The plunger rods are fabricated 
from a glass-reinforced plastic which 
has high strength and low coeffici- 
ents of expansion with temperature 



Fig. 7. Same as I ig, 6 but ulth front pon A 
of pulse expand* d, 

and humidity. The plungers them- 
selves are non-contacting type shorts 
so that there is no plunger friction 
to contribute to backlash. The qual- 
ity of the overall system is such that 
a resetability of within O.Kf is ob- 
tained with essentially no backlash. 
The tuning dial at the top of the 
drive is driven from the drive plate 
by means of a steel cable. The cable 
is heavily spring- loaded and runs on 
ball-bearing mounted pulleys. A 
cam in the cable system expands the 
higher frequency portion of the 
i Lining dial. 

OUTPUT SYSTEM 

The r-f amplifier is coupled to a 
piston- type output attenuator which 
is calibrated over a range of 131 db. 
The attenuator has been carefully 
designed to provide a constant im- 
pedance vs, frequency characteristic. 
The VSWR of the output system is 
less than 1.2 over the complete fre- 
quency range, The nominal internal 
impedance of the output system is 
50 ohms. 

The generator provides a maxi- 
mum output of 1 volt rms open cir- 
cuit or 0.5 volt across 50 ohms 
I 7 dbm). However* the output ref- 
erence level has been established at 




40 SO 60 TO 80 90 

% MODULATION {AH) 

Fig, 8. Typical performance of the 61 2 A 

with regard to envelope distortion when 

sine-wave modtdated. 
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Jig, 9. Mechanical drtv* for (arritr oncillator and r~f 
amplifier. 



0.35 volt across 50 ohms (+4 dbm) 
to allow for a full 100% modulation 
of the output. The output attenu- 
ator is calibrated directly in dbni 
and in voltage from 0.35 volt to 0.1 
microvolt ( — 127 dbm). The combi- 
nation of a piston -type design for 
the attenuator and a low output 
VSWR assures an accuracy of within 
I db when the instrument is oper- 
ated into a 50*ohm load, 



The output meter 
samples the r*f out- 
put directly at the 
attenuator input. 
The output meter 
detector circuit pro- 
vides the percent 
modulation meter 
with a sample of the 
modulation envel- 
ope. The modula- 
tion meter isa peak- 
to -peak reading cir- 
cuit so that its indi- 
cation is accurate on sine wave, pulse, 
and uni-directional modulation. On 
uni -directional modulation sensitiV 
iry of the meter is automatically 
changed so that accurate readings at 
309? modulation are obtained. 

610B DISCONTINUED 

The new 6T2A supersedes the for- 
mer -hp- Model 610B Signal Gener- 
ator which operated from 450 to 
1 200 megacycles. ^H, E Qv cracker 



SPECIFICATIONS 

-hp- 

MODEL 61 2 A 

UHF SIGNAL GENERATOR 

FREQUENCY RANGE. 450 to 1230 megacycles 
in One bund. 

CALIBRATION ACCURACY: Within -1%. 
ftesetabilily wjthin 1 mc ot highest fre- 
quencies. 

OUTPUT VOLTAGE: 0.5 voU f | 7 elbm) maxi- 
mum to 0.1 microvolt ( — 1 27 dbm). At- 
tenuator calibrated Fn volts and dbm, 

OUTPU7 IMPEDANCE.- 50 ohms. Maximum 
VSWR i* 1.2. 

ATTENUATOR ACCURACY: Wfthin ±1 cfb 
over emire rarvae, 

AMPLITUDE MODULATION; from to 90° c ; 
percent modulation pon cl me'er provided. 

ENVELOPE DISTORTION: Noi more than 2% 
ot 30% modulation. 

INTERNAL MODULATION? Internal oscillator 
provides 400 ond 1G00 rpi far fitted fre< 
quency modulation. 

EXTERNAL MODULATION- From 20 cps to 5 
megacycle* or by pulses as short cs 0.2 
microsecond. K-f osciJIotor can also be 
pulsed. 

UNI- DIRECTIONAL MODULATION: D c re- 
storers permit up or down modulation. 

LEAKAGE? Negligible; permits receiver sen- 
sitivity measurements down to ot (east 
0.1 microvolt. 

POWER: Operates from nomtnof 115 230 
volt, 50 60 cycle source; requires 225 
watts. 

DIMENSIONS: 12" w, 14" h, 20" d. Cabinet 
mounting. Weighs 65 lbs. Shipping wt. 
TOO lbs. 

PRICE: $3200.00 fob. Palo Aha, California. 
Data subject to change without notice. 



Field Repair Stations 



As another service to users of -bp- 
equipnient, authorized repair sta- 
tions are maintained by -bp- field 
engineering representatives in three 
major Lilies across the United States: 
New York, Chicago, and Los An- 
geles. Shown below is a portion of 
the repair facilities at -bp- represen- 
tative Alfred Cross ley and Associ- 
aces, Chicago. 



These stations, although indepen- 
dently operated, are provided with 
factory-bulk calibration equipment 
and replacement parts. In addition, 
station personnel receive periodic 
training courses at the factory. The 
stations supplement the complete re- 
pair facilities available at the factory 
and are equipped to repair many of 
the instruments in the -hp- line. 




Before shipping equipment to the 
factory or to any of the field stations, 
it is desirable to obtain shipping rec- 
ommendations so as to avoid delay 
and possible necessity for reship- 
mem. In any case a complete descrip- 
tion of trouble and return shipping 
instructions should accompany the 
equipment. 

Telephone numbers and addre^s^ 
of the repair stations are given 
below. 

NEW YORK 13, NEW YORK 

Burlingame Associates 

103 Lafayette Street 

DIgby<M 2 in 

CHICAGO i(K ILLINOIS 

AUred Crossley & Assoc iares 

[501 No, Ravemwood Avenue 

lPtownS-1141 

LOS ANGLLLS 46, CALIFORNIA 

Neely Enterprises 

7*18 Melrose Avenue 

WEbster^9201 
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